Fractured ureteral catheters in gynecologic oncology.
Two cases of fractured polyethylene double-pigtail ureteral catheters in pelvic cancer patients are reported. Current literature leaves a large void in guiding the management of these catheters. Surveillance techniques to help avoid complications in patients requiring these catheters are suggested.